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Nº de laboratórios 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 33 32 32 30 29 29 27 26 25 9 8 6 1 1

% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 100% 97% 97% 91% 88% 88% 82% 79% 76% 27% 24% 18% 3% 3%

Média Mínimo máximo

143 31 917

10201 4619 20230

96,5 62,0 100,0

1891 1000 7378

PRA (%)

Cutoff (MFI)

Especificidades reportadas por um único 

laboratório.

Valores médios, minimos e máximos para: MFI das "bead" controle negativo, "bead" controle positivo e cutoff; percentual de PRAc.

Bead CN (MFI)

Especificidades validadas pelo consenso de 80% das especificidades reportadas.
Especificidades intermediárias reportadas pelos 

laboratórios participantes entre 18 e 79%.
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Resultado não reportado

Bead CP (MFI)


